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Manuscript received January 7, 2016; accepted January 14, 2016. At this point, the vascular team was consulted and performed a surgical cut down with successful retrieval of the Edwards delivery system, which
FIGURE 3 Angiographic View of the E-Sheath
Split E-sheath as seen in angiography. Sawaya et al.
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showed severe dismantling and tearing of the valve balloon ( Figures 7A and 7B) . Sawaya et al.
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